[Continuous flow determination of plasma uric acid by an enzyme method using a sequential autoanalyzer. Combination with glucose determination in the presence of glucose oxidase].
The simultaneous assays of glucose and uric acid in blood plasma use first a specific oxidase, then a peroxidase and the same chromogenic system. The coupling of the two methods on Autoanalyser SMA 12/60 use five reagents, three of which are identical in the two methods.